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3.0 TECHNICAL CONTRACT SCOPE OF WORK,-

Under this contract, the-Bell Aerospace Company (BAC) was
 
uumimuissioned to.perform an analysis of all materials as used
 
in this-company's Model Vii miniature linear -orce balance
 
accelerometer to determine by analytical means and by tests
 
the influence on the accelerometer performance of changes in
 
the characteristics of the materials with respect to thermal
 
expansion, electrolytically induced corrosion, stresses,
 
strains, etc., due to the tlermal sterilization procedures
 
at 135°C. This effort was directed toward achieving the
 
post sterilization performance characteristics identified in
 
Section ?.O of this report.
 
Five sterilizable versions of the Model VII accelerometer
 
and two sets of transformerless accelerometer pickoff elec­
tronics were fabricated and tested to determine performance
 
characteristics after sterilization. Tests included vibra­
tion, sbock and ethyline oxide compatibility, which were
 
performed by JPL. In addition,. the contract covered the
 
design and fabrication of five sets of sterilizable proof
 
mass assemblies using advanced laser beam welding •techniques
 
and one sterilizable proof mass using a monolithic beryllium
 
pendulum structure.
 
BELL AEROSYSTElS )Aodet 
Dote 
-
A'=Oi COMPANY 
CLEVELAND OPERATIONS 
Page 
Report 
2 
,60007-035 
4.0 ABSTRACT 
Bell Aerospace Company (BAC) under the efforts funded by 
this contract'endeavored to make their standard Model VII 
accelerometer thermally sterilizable. By sterilizable is 
meant that it be capable of meeting certain specifications 
and operate reliably after exposure to six sterilization 
cycles, each of 60 hours duration at 2750 ambient tempera­
ture. The initial efforts were directed toward replacing 
those materials and components known to be unusable at the 
sterilization temperature and-tb replace thbm wherever pos s­
t 
ible from materials and components on the JPL preferred 
parts list. 
The major technical-consideration was determined--to be 
the stability of the epoxy spring to pendulum joints under 
stresses induced by high temperature exposure.. The various 
attempts at solution to'this problem included substitution 
of new epoxies, a change in the pendulum material from alu­
minum to beryllium, and a replacement-of the epoxy joint by 
laser beam welding of metal parts with electrically insulated 
surfaces 
A parallel effort on the electronic assembly was to eval­
uate a BAC developed transformerless design in the steriliza­
tion environment. 
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6.@ GLOSSARY
 
The terms used to define accelerometer parameters
 
ana their performance are as defined in EETO Report No.
 
t
30, titled "Standard Accelerometer Terminology" and pre­
pared by Aerospace Industries Association (AIA).
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7'.0 TECHNICAL DISCUSSION 
This section of the report will present the approach to 
making the Model VII accelerometer sterilizable and the re­
sults of the various investigations that were pursued in 
doing so, as well as the end results achieved. 
For the purposes of this investigation, sterilizability 
is defined as the ability to operate without catastrophic 
failure and to perform within the performance criteria 
identified below, after exposure'to sic cycles of 64 hours 
duration during which the ambient temperature is 2750F. Th( 
required post sterilization accelerometer performance re­
quirements are 
(A) 
(B). 
(C) 
(D) 
(E) 
(F) 
(G 
Bias 
Bias Stability 
Scale Factor 
Scale Factor Stability 
Input Axis'Alignment 
Input Axis Stability 
Frequency Response 
-
-
-
-
+300 micro g maximum 
100 micro g 1 sigma 
1 ma/g +10% 
05% 1 sigma 
+15 arc seconds 
30 arc seconds 1 sigma 
That of a critically 
damped second order sys­
tem with a cutoff fre­
quency not less than 300 Hz. 
7.1 Model VII Operating Characteristics 
The'Bell accelerometer is a single axis, pendulous, 
flexure suspended, torque rebalance instrument. It is 
U, 
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equally applicable to analog and digital rebalancing tech­
niques, and is presently being used in both types of appli­
cations.
 
Th detection of acceleration on the instrument is accom­
plished by means of a capacitive pickoff and the rebalancing
 
is effected by.electromagnetic forces produced when-current
 
flows in the torquer.
 
The capacitive sensing system consists of two capacitance
 
rings placed on each side of the'proof mass. The proof mass
 
is supported by two springs and'is free to move along the in­
put axis-of the instrument. This is illustrated in Figure 1.
 
The capacitance rings are fixed with respect to the
 
mounting babe through an electrically insulating structure.
 
The sensing system is completed by forming a,capacitance
 
bridge with'two fixed capacitors. The proof mass and the
 
capacitance rings are shown in Figure 2. The capacitance
 
bridge is excited with a frequency that can vary from 8 KHz'
 
to '200 KHz denPenin r n oii tnmn- nrnfpg n'
 
Any movement of the proof mass from the null position
 
caused by acceleration on the nrounting base will unbalande
 
the bridge. The unbalance of the bridge will produce an
 
amplitude modulation of the excitation frequency. The bridge
 
unbalance signal is fed to a transformer and an amplifier in­
tegral to the accelerometer for oroner signal conditioning.
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The resulting signal is-the error signal required by the
 
external rebalancing circuitry,
 
The rebalance of the proof mass is accomplished by elec­
t 
tromagnetic forces produced by passing current through the
 
torquer. The proof mass is immersed in a high density mag­
netic field as shown.in Figure 3.
 
The flux from the permanent magnets flows through the
 
proof mass at right angles to the torquer coil windings. The
 
torquer cut± ±w curineue;u Lo une exuernal circuitry through
 
the suspension springs which act'as.current carriers. A
 
torquer coil current with the correct polarity produces a
 
flux whibh reacts withthe permanent magnet's flux to pro­
duce the force that tends to restore the pendulum to the
 
null position.
 
This restoring current, produced by the rebalance elec­
tronics as a function of the error signal from the capaci­
*tance sensing system, can be in the form of an analog current
 
or digital pulses.
 
Therefore, the accelerometer proof mass can be con-­
strained in a high gain servo loop such that the acceleration
 
force on the proof mass described-by f = ma is balanced by
 
a force f LIaB where:
 
f = force on pendulum proof mass 
m proof mast
 
a = acceleration
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L - = number of turns on proof mass torquer 
coil X mean circumference 
B -= magnetic flux density 
I = torquer current 
The variants in the force balance equation are a and 'a, 
ma 
;hus current is a.measure of acceleration and Ia = ma. 
Since m and L are constants, the only other possible 
rariant besides I , the rebalancing current, .and a, the 
icceleration, is B, the magnetic f~ux density. Through 
rears of experience, Bell has developed techniques to age 
tnd stabilize the permanent magnets, so that instruments with
 
rery -high scale- factor stability-result.-

The accelerdmeter gets its damping from the eddy currents
 
)roduced in the proof mass when it moves with respect to the
 
)ermanent magnetic field. -This movement induces currents in
 
the proof mass which, in turn, produce flux that reacts with
 
the permanent magnets' flux. This method of damping elimi­
nates the need for filling the unit with fluid with its
 
attendant sealing and contamination problems.
 
A cutaway view of the Model VII nnnplerometer to illus­
trate actual construction is shown in Figure 4.
 
Special design considerations include such features as:
 
1) Capacitive sensing offers the dual advantage of having
 
infinite resolution and no coupling of electromagnetic
 
U) 
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signals into the sensing system from the rebalancing 
currents. 
2) Mechanical, magnetic and electrical symmetry'assure 
identical characteristics of the instrument for positive 
and negative acceleration. 
3) The magnetic path is closed around the pendulum to -mini­
mize flux leakage and to protect the transducer from ex­
tetnal fields. Thus, several transducers can be mounted 
in close proximity. 
4) A transistor stage is incorporated within the transducer 
housing to provide a low output'impedance for the pick­
off. signal. Thus, compatibility with vehicle noise is 
achieved. 
5) The cross-coupling baused by the proof mass moving,from 
the nulled position can be held to-a negligible value 
with the capacitance sensing system's infinite resolution, 
and the use of high gain rebalance electronics. 
.6) Acceleration sensing systems with-a full scale output of.. 
-4 -610 g and a threshold of-.les-s-than-10 g have been built 
and flown-in space vehicles.- It is- significant to note 
that the same spring suspension system that permits. 
measurements and thresholds this low can also-be used to 
measure accelerations as high a 150 g's and withstand 
0 
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the rigorous'vibrations and shock en~ironments sustained
 
during launch of the vehicle. The range and sensitivity
 
is exclusively a function of the rebalancing electronics.
 
7.2 Preliminary Approach
 
The initial assessment of the task of sterilization had
 
two separate considerations: the problem of modifying the
 
instrument to eliminate any materials orparts that could
 
cause catastrophic failure due to the sterilization tempera­
tures and the modifications necessary to meet the sterili­
zation performance requirements. Previous applications of
 
the Model VII required storage of the instrument up to 2000,F,
 
but there was no previous experience at temperatures above
 
this. For-the purposes of the initial assessment, the
 
mechanical and electronic assemblies were treated separately
 
because of the different engineering disciplines involved.
 
In the case of the mechanical assembly, it was immedi­
ately recognized that some of the epoxies used had curing
 
teiiiperaturesbelow 275SF. It was felt that exposing thes
 
epoxies to temperatures above their curing temperatures.
 
would almost certainly produce deleterious effects on the
 
bonds themselves or result in excessive outgassing which,
 
c6uld contaminate the unit. 'Therefore, the pursuit of sub­
stitute,epoxies was started early in the program.
 
The Electronic Assembly of the.Model VII had components
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that were nou raue. ior use after exposure to 215'F; in
 
addition, very little was known about the effects on the
 
special pickoff transformer fabricated by Bell. Replacement
 
of the electronic parts was guided by the JPL preferred
 
parts list and work was initiated to redesign and test the­
transformer after sterilization early in the program.
 
The third area considered, and probably the most diffi­
cult technical task was the improvement of the post -sterili­
zation performance. In retrospect'this -was found to be the
 
major problem. The expected magnitudfe of performance degrad­
ation was projected from performance established by a Model
 
1i!B accelerometer (whichis a similar but larger acceler­
ometer than the Model VII)- after exposure to-lower storage
 
temperatures than the sterilization temperature. A standard
 
Model 111 -hadoreviouslybeen exposed to storage at 200-F
 
for 120 hours. This environment was considered mild compared.
 
to the total sterilization temperature time of 360 hours at
 
the 275 0F-temperature. The difference in duration was not
 
considered significant but rather the difference in storage
 
temperature. The bias bandwidth of the Model iiiB degraded
 
t
from a typical worst case 250 ug s at lower storage tempera­
tures (751F) to approximately 800 ug's after the 2000 F ex­
posure. Additional data on the Model II!B accelerometer (-5,
 
-10 and -17A types') wa-s accumulated by JPL during the Ranger
 
and Mariner programs. -JPL exposed f5 of these accelerometers
 
1) 
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to +125°C for 24 hours. Two of these were exposed twice.
 
While the temperature was lower than present day requirements
 
and exposure time was shorter, results were signifidait,
 
showing bias change as high as 1650 ug's. These early Model
 
IliB tests also indicated a marked .improvement in their abil­
ity to withstand higher,temperatures when a monolithic pendu­
lum design was incorporated. An assumption was made that as
 
a first approximation.of the existing Model VI!B design, the
 
bias bandwidth is proportional to the square of the soak
 
temperature.in degress Fahrenheit. This'resulted in a-pro­
jected bias bandwidth of 1800 ug's dfter exposure to 275°F.
 
Specifically, it was anticipated that both the-bias stability
 
and wncertainty would be degraded and that to achieve the
 
+300 ug's as the maximum bias bandwidth would present the
 
major technical challenge; therefore, the greatest effort
 
was directed to this-performanceparameter. The performance
 
degradation of the other parameters, i.e. scale factor, axis
 
alignment and frequency response, was not considered to be
 
significant at this-point.
 
The verification of the validity of the estimated bias
 
bandwidth,, after exposure to 2750 F, was considered to be 
one
 
of the most critical experimental steps to be taken early ir
 
the program. Fortunately such an experiment was run by JPI
, 

personnel with two standard Model VII instruments shortly
 
after the program started. The bias'bandwidth of these Model
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VII's after sterilization was found to be 1500 ug's. These
 
testresults confirmed the initial estimaue.
 
The 	initial assessment of the cause of this large bias
 
3hift produced the opinion that the most suspect material
 
was the epoxy used t6 attach the springs to the pendulum
 
supports. Any degradation of this joint would manifest it­
self as a bias change. The primary requirement of this
 
mechanical attachment of the springs to the pendulum is that
 
it must provide an elect'rical insulation between the spring
 
and coil form structure.
 
(.3 Standard Model VII Sterilization Experiments
 
Complete standard Model VII accelerometers and components
 
were exposed to prolonged storage at the sterilization temp­
erature. The parts were subsequently examined.
 
The 	significant observations from these experiments were
 
as 	follows:
 
1) 	The metal parts -wereunaffected except that there was
 
some slight discoloration, particularly on the nickel­
plated soft iron surfaces. No real significance was
 
attached to this because if wasn't felt this would per
 
se degrade performance and might, in fact, have been
 
caused by outgassing of the non-metallic parts.
 
2) 	Deposits were observed in several places. The first
 
otype 
 of 	deposit-found was a smooth, white, transparent
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and sticky substance. It was found on outer surfaces of
 
the nagnet'housings and would not impair the performance
 
of the accelerometer. It is believed to be a remainder
 
of soldering flux, and that thorough cleaning would
 
ayoid its appearance.
 
The second type of deposit .settled mostly on cdpper con­
taining metal parts, giving them a shiny appearance. It
 
did not appear on the brass capacitance rings contained
 
inside Of the magnet assemblies, which indicates that
 
its source lies outside of the magnet assemblies. This
 
deposit, too, could be due to remains of flux. It also
 
would not- imnair the nerformance of the accelerometer.
 
The third type of deposit could, if buildup continued,
 
lead to a catastrophic failure. It was white, opaaue­
and granular. It was-found mainly in the air gap-of the
 
magnetic flux path,-namely on the .D. of the magnet
 
housing and on the O.D. of the aluminum coil form. It
 
appeared mostly on that part of the I.D. of the magnet
 
-housing that is opposite to the coil windings of the pen­
dulum. The I.D. of the coil form and the O.D. of the
 
flux plates remained free of the deposit, the grain size
 
of which was generally between .001 and .00-3 inches.. In
 
the area between the I.D. of the magnet housing and the
 
O.D. of the torquer coil form, this was nearly enough to
 
- bridge the air gap. It is suspected that the deposit
 
C-, 
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originated from the FFA-2 epoxy applied to the torquer 
coil windings. A further type of deposit was observed 
in the same area as the white, opaque granulated deposit, 
namely, an extremely thin even'coverage of light brown ­
which did not appear to be rust. This deposit would not 
affect the accelerometer performance. From the color o1 
the deposit, it was felt that -its origin could be the 
Isonel type 155 magnet wire insulation. 
3) 	The non-metallic parts had observable signs of deteriora­
tion. It was recognized that visual deterioration alone
 
is not a valid criterion for the acceptance or rejection
 
of a material. On the other hand, extensive analytical
 
chemistry and laboratory work would have been beyond the
 
scope of the program. For this reason, Bell made an
 
effort to replace all existing materials not contained
 
in JPL's preferred materials list, regardless of the
 
degree of oeterrtn
tha  was recorded.
 
7.4 	'Plechanical Assembly Analyses
 
The 	Mechanical Assembly's components were subdivided into
 
Metallic and non-metallic parts for the purpose of analysis
 
and 	possible substitution of other materials. In most cases
 
a simple substitution was considered, but, in the pendulum
 
design, several different cnnfigurations-evolved because
 
here the considerations Were more complex and, therefore,
 
they are'treated in a separate- subsection of this section.
 
-
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7.4.1 Metallic Materials Investigation
 
The investigation 6f the metal parts exclusive of the
 
pendulum showed that the only suspect material was brass
 
which is used for the caracitahce rings. Whereas the other
 
metal parts merely exhibited a slight discoloration, the
 
brass capacitance rings had a slight outgrowth. This out­
growth is apparently normal for copper-zinc alloys when ex­
posed to elevated temperatures. The zinc forms zinc-oxide
 
crystals that protrude from-the capacitance ring surface.
 
This process is accelerated at elevated temperatures. -The
 
first approach to eliminating this problem was the applica­
tion of a proper surface protection. This development encom­
passed two considerations:
 
1)' The identification of an ------------------ protection
 
procedure;
 
2) The establishment of a new'assembly procedure for the
 
magnet housing capacitance ring assembly to accommodate
 
the surface protection procedure.
 
In considering protective coatings, the investigation
 
first considered the fbllowing: Liquid Bright Gold #6854
 
and-Liquid Bright Platinum #05 (products of the Hanovia
 
Liquid Gold Division of Engelhard Industries) to be applied
 
by brushing. The results were not satisfactory. After
 
firing, the coating was found to be uneven and bright-only
 
in limited areas. Since even coating is essential to main­
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tain the proper position of the.pick-off surface after re­
installation of the capacitance ring, these efforts were
 
discontinued..
 
Next, a chromating process was appizea renaering an even
 
shiny surface which will readily accept 60/40 SN 60 solder.
 
Further, a process or electroless gold pauf w .
 
The chemicals were obtained from Technic, Inc. This process
 
is designated as Oromerse, Immersion 24 KT Gold. According
 
to information from the supplier; a coverage of 3 micro
 
inches builds up in about 15 minutes. Further submersion
 
adds only very little to the film thickness.
 
The chromated parts and the parts plated with Oromerse
 
were subjected to temperature sterilization. The chromated
 
parts were found to be discolored to a dull dark brown. The
 
two capacitance rings treated with Oromerse appeared un­
affected by temperature sterilization; their surfaces looked
 
bright and shiny without any indication of discoloration or
 
any. sign of outgrowth. The application of the protecti.ve
 
coating necessitated introduction of-new steps in the accel­
erometer assembly procedure.
 
In the magnet-housing-capacitance ring assemblies of the
 
standard Model VII accelerometers, the distance between the
 
pickoff surface of the capacitance ring and the reference
 
surface of the magnet housing is controlled within + 50 micro
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inch. In order-to obtain this high -accuracy, the pickoff­
surface of each capacitance ring is machined after the cap-, 
acitance ring- is installed in the magnet housing. Removal of 
.the capacitance ring from the magn4t housing was felt- to be 
.mandatory for the process of surface protection. Care had to 
be taken to assure that-in the process of re-assembly, the­
pickoff surface of-the capacitance rings was restOred accur­
ately to its position after machining. A procedure to obtain 
this result has been established: the three jewel washers 
used as spacers between the capaoitance ring and the magnet 
housing are bonded to the magnet housing, e.g., by means of 
-an epoxy, so that their position does not change when the 
capaoitance ring is.removed and reinstalled. 
7.4.2 Non-Metallic Materials Investigation 
The investigation of--the non-metallic parts exclusive of 
the pendulum showedthat several material substitutions were 
-equired. The materials as well as their usage in the in­
trument and the substitution made are identified below: 
TUF-ON 747-S Varnish: This material was used to 
the exposed surface of the magnets: 
cover 
Replaced by: 828/Z 
m 
#5 Electrical Tare (3m): 'This -material was used to cover 
through holes in the magnet housings to prevent penetra­
tion of dust particles.-
Replaced by: #7300 Mystic Tare 
m 
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Nylon: This material was used-for'spacers between the 
magnet housings and the top cover. 
Eliminated 
Formvar insulated Wire: This wire was used to connect
 
the ends of the coil windings to the spring tabs.
 
Replaced by: Heavy Isonel 200
 
Locktite< Grade-A: This material was used to secure s
 
screws, either in the thread or at the head, or both.
 
Replaced by: LCA-49
 
Epon 828/D (Shell): This material was used to attach
 
the flux plates to the magnets and to bond the Diamonite
 
insulators to the base plate and to the spring clamps.
 
Replaced by: 82'8/Z
 
Polyolefin: RNFI00 heat shrinkable sleeving.was
 
shrunk over the-capacitance leads and beryllium copper
 
.tubes soldered to the capacitance rings.
 
.Replaced by:.-Kynar 3/64
 
Isonel Wire Type 155: AWG #44 wire was used to-make 
the coil assembly. -
Replaced by: Heavy'Isonel 200 
7.4.3 Pendulum Configuration
 
Previously it was identified that the major instrument
 
vulnerability to sterilization was in the epoxy joint De­
m 
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tween the srrings and.the pendulum-assembly. Becaus- the­
elimination of this vulnerability took several forms. the
 
pendulum is treated in a separate subsection.
 
A second problem area encountered in the pendulum was in
 
the method of attachment of the torque coil to the pendulum
 
in the standard Model VII. This will be discussed first and
 
the problem identified in the above paragraph subsequently.
 
7.4.3.1 Torquer Coil - Pendulum Bobbin Analysis
 
In the standard Model VII pendulum design, the torquer
 
coil winding was inserted into a groove. -The groove was
 
located on.the inside surface of the cylindricaly shaped
 
pendulum frame.. For this application, the FFA-2 epoxy
 
was chosen because it provided self-support for the pre­
"fabricated coil assembly, yet it also maintained a flex­
ibility for properly forming the-coil during the inser­
tion into the inner groove of the coil form. The curing
 
temperature of FFA-2 is about 2001F. Exposure to 275'.F
 
is undesirable because of its poor dutgassing character­
istics, and because dimensional deformation and creep
 
is unavoidable. This would result in shifts or movement
 
of the torquer coil windings on the pendulum structure,
 
whicE, in turn, could adversely affect the bias and
 
scale factor performance.
 
It was felt that t6 eliminate this possible error
 
U 
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ource.the-usage of semi-rigid.epoxyshould be avoided.
 
'herefore, Bell introduced a new pendulum design with
 
;rooves machined on the outside of the cylindrical sur­
'ace of-the pendulum bobbin. This design permitted
 
finding the coil directly on the pendulum structure and.
 
Tas secured with epoxy 828/Z. This design should result
 
.n a better form stability and the temperature steriliza­
;ion should produce no creep effect. This new pendulum
 
esign considerably helped to achieve the good scale
 
actor stability of the.accelerometers. Test data sub­
;equently indicated the scale factor performance to be.'
 
rell-within goal requirements of 0.05% one sigma in four
 
)ut of five cases.
 
7.4.3.2 Pendulum.to.Spring Bonding Analysis
 
Because of the limitations recognized in the epoxy
 
(LCA-4/BA-9) used in this joint in the standard Model VII
 
an investigation into possible substitutes was pursued.
 
The materials considered are as presented below:
 
BU-120D - Pittsburgh Plate Glass Company
 
,Ablecast 147-1:- The Abiestik Adhesive Co.
 
*EC-1469 - Minnesota Mining & Mfg. Company 
EC-2258 - Minnesota Mining & Mfg. Company­
2850 FT/ll - Emerson & Cummings
 
LCA-/BA:-9 - Bacon Industries (distributed
 
- by the Ablestik Adhesive Co,.)
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The most reliable method of ,evaluating these materials 
would have been to build up and test complete acceler­
ometers with each of the materials. Since this was im­
practical from a time and cost'point of view, it was 
decided that a series of experimental tests on the ma­
terials would provide some significant indications of 
their applicability and might even identify one as.being 
the optimum cnomce. 
The following typesor tests were performed: 
1) Test to determine heat distortion temperature; 
2) Wetting and bonding test on surfaces of Aluminum 3003 
and of-Berylo 25 materials, including pe~ling tests; 
3) Shear tests under normal temperature -conditions and­
ifter temperature sterilization. 
At the conclusions of these tests all but two epoxies 
were eliminated from further evaluation. These were: 
EC-2258 and 
Ablecast 147-1. 
.These materials were tested in a functionalhaccelerometer 
an nave 
ometers. 
snown improvement compared tobstandard acce±er-­
*0 
0 
however, EC-2258 turned-out to be electrically conduc­
.tive epoxy because of its aluminum powder filler. So 
this material had to bp discarded as a possible, substi­
tute. The epoxy Ablecast 147-1 remained the only poss­
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ible choice for the replacement of LCA-4/BA-9 compound
 
'to assure.improved bonding between the spring tab and
 
pendulum support, and it was used on ali accelerometers
 
*tested.
 
7.5 Electronic Assembly Analysis
 
The basic principles governing the design of the standard-

Model VII electronics were also applicable to the development
 
of a sterilizable electronic assembly. (See.Figure 7.5.
 
page.25afor the Schematic DiagramS) The main efforts were.
 
directed towardthe definition of the sterilizable electron­
-ics configuration.
 
in-order-to meet the design goals outlined by the JPL
 
specification, a set of performance requirements-was estab­
,lished. -The electrical parameters described below character­
ize and control the function of this assembly"-

Excitation Frequency. 

Input Impedance 

Pickoff Scale Factor 

, (output scale factor
 
'Phase Angle 

Maximui Power.Consumption 

Noise 

Output Impedance 

Quadrature 

192 Kc
 
-j 8.0.Kohms.or greater
 
40-+..5mv/mr
 
90? + 0' heading with
 
header pin "H" down
 
.125'watts
 
1.0mv
 
500 ohms
 
1-mv.
 
0 
R4 
(-.-
" 
-
r 
I 
- -­
(-
-P)I. 
-"I 
IT 
(-I , 
n 
Kffi12 
Vso 
HF' 
SCHWIATIC DIAGRAM 
Figure 7.5 
CD 
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The 	electronic assembly comprises three major components:
 
1) 	The two capacitors constituting the fixed elements of
 
the capacitance bridge and a variable capacitor for re­
sultant null adjustment;
 
2) the pickoff transformer;
 
3) the preamplifier.
 
The 	part selection for the sterilizable configuration was
 
governed by performance and reliability considerations and,
 
as far-as possible,.by the JPL Preferred Parts List (PPL).
 
7.5.1 	 Bridge CapacitorE 
The fixed capacitors constttute the upper arms of the ­
capacitance bridge. Their temperature-drift characteristtcs­
and stability vs. time behavior-are very important because
 
these parameters control the electrical null performance
 
which has a significant effect bn bias stability.
 
The quality and reliability of these'components was up­
graded by selecting the Corning Glass capacitor CYFR and by
 
purchasing in accordance with specification J951 inspection
 
level B.- This device has a fused monolithic construction
 
sandwiched between the two conductive elements. A glass to
 
metal seal terminates the internal structure and provides a
 
complete environmental protection for the critical elements.
 
The.temperature coefficient is approximately 140 + 25
 
PPM/C0 The devices selected will not deviate fr6m-a pre­
determined temperature-characteristic by more than 5 PPM/C0
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The purpu~e oi une varliaDe capacitor is to -assure that
 
the absolute value of the null bias does not exceed 100 ug
 
before final sealing of the instrument. 'This is achieved by
 
trimming the-variable- capacitor. -This component was speci­
fically designed for this-application per Bell specification
 
control drawing 26-01011-1. It is manufactured by J.F.D.
 
Electronics of New York.
 
7.5.2 	 The Pickoff Transformer
 
The transformer is designed to transmit the error signal.
 
from the output of the capacitance bridge circuitry into the
 
preamplifier.. It is important that the signal transmission
 
be achieved without introducing un-desire loading on the
 
bridge and without any effect on bridge balance conditions.
 
To minimize the bridge loading, the transformer is tuned to
 
parallel resonance at the operational frequency of 192 KHz.
 
To eliminate any bridge-balance influence, the unbalance and
 
drift 	of the stray capacitances of the transformer measured
 
from primaries to ground must cause only negligible secondary
 
effects. This is achieved by the layout and construction of
 
the transformer. The quality of the-transformer, in particu­
lar the magnitude of the stray capacit&nc- and their -stabil­
ity in time and temperature, was assured by separate shield­
ings provided for both the primary and-secondary windings
 
Furthermore; the device is case in a carefully selected
 
potting compound. The quality of the transformer is assured
 
by evaluation of two sets of test data. The transformer is
 
U 
m 
0 
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t-ested first before potting and, secondly, after potting-and
 
temperature cycling. These tests assure that:the transformer
 
performs in accordance with the specification requirements
 
listed below:
 
-SPEC. PARAMETER BEFORE POTTING AFTER-POTTING
 
1. Primary Inductance. 11 - 13 mh Ll - ±3 mh 
2. Q at 180 KHz ,(Pri) >12.0 >10.u 
.3. Primary Distributed <30.0 pf <35.0 
Capacitance
 
a) with primary shield pf <35.0 p1f<30.0
A
 
to~lead 

b) with primary shiel' <30'.o pf <35.0 pf
 
to lead B
 
4. Secondary Inductance .5 - 3.5-mh 2.5 - 3.5 m
 
5'. Secondary Distributed <75.0 pi <80.0 p9
 
Capacitance
 
.6. Q at 180 KHz (sec) 	 >12.0 ->10.0
 
NQTE: 	 Capacitance difference
 
between 3a and 3b must
 
be less than 3.0 pf <3.0 pf <3.0 pf
 
7.5.3 	 The Preamplifie 
The preamplifier is a high .input and.low output imped­
ace device. It is a single-stagea-c ampjifier, an emitter
 
iollower with unity gain.
 
The following sections describe the-design considerations
 
- applied for the part selection of this component. 
N 
0 
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3- Tuning Capacitor
 
This^,capacitor is used to tune the primary of the pickoff
 
transformer to parallel resonance. This tunifig capacitor
 
must be stable. The capacitor selacted is Cbrning Glass
 
CYFR per specification J951 inspection level B, which
 
appears on the JPL Preferred Parts List.
 
R, R2, R3 1 n4 ; Fixed Resistors 
R3 and R4 are used primarily for D.C. Biasing; R. is a­
quadrature resistor; R2 , a bandwidth controlling resistor.
 
These resistors are all high Rel type which conform to MIL-

R-55182A inspection level B. They are also on the JPL
 
rreferred Parts List.
 
The resistor selected is a metal film type XLT manufactured
 
by ITC. It meets: the specification as outlined in MIL-R­
10509D and also meets all the circuit requirements, wattage,
 
stability, and the predicted failure rates at a 60% confi­
dence level. From a packaging point of view, it also has
 
the proper physical size.
 
Decoupling Capacitor C5
 
The capacitor.selected for this is a Kemet 1.0 ufd rated
 
at 50 VDC (Type KG).
 
Mfg. Part Designation is:- KGLJ5OKMS similar to that which
 
appears on the JPL Preferred Parts List. MIL Part No.
 
CSRl36105KP per MIL-C-39003/l.
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Transistor
 
AnNPN930 transistor was selected because of its proven re­
liability and because it appears on the JPL Preferred Parts
 
List.
 
nesasror weedback R-

The resistor is a molded composition resistor procured from
 
Ohmite or Allen Bradley, type RCROYG, which meets and is
 
certified to the specification outlined in MIL-R-39008
 
(RCR07, 	RCR20). The basic reason for the selection of the
 
component is its small size and high ohmic value. -This part
 
is similar to the 1/4 watt carbon composition resistor
 
-found on the JPL ?refErredParts'List.
 
Resistor Bleeder R6
 
The selection of this particular type, RCR07 per MIL-R­
39008 (RCR07, RCR20), was made primarily for its small
 
physical size in conjunction with the high ohmic value re­
quirement.
 
7.6 	'Sterilizable Accelerometer Configuration Summary
 
The. following tables compare component parts and.mater­
ials used'in the Sterilizable Accelerometer which are differ­
ent from thosd of a standard-Model VIIB Accelerometer.
 
Blanks under the "Sterilizable" Configuration indicate the
 
raterial.dr part was not used. The reason for the elimina­
.tion of the material or part is given in the "Use" .
 
(7.6) COMPARISON OF MATERIALS7COMPONENTS
 
Final Assembly
 
Standar'd.Model VII Accelerometer Sterilizable Mod.VII Accelerometer
 
Material/Parts 'Supplier Material/Parts 0 Supplier USE
 
#5 Scotch Brand 3M Co. #73,00 Mystic Tape The Borden Chem. 	Taping down of torque

Electrical Tape 	 Co. coil and ground leads
 
Locktite Grade A American Sealants LCA-49/BA 9 Frozen Shell Chemical Co To secure screws 
(10-1) n Adhesive (Ablestik) 
Nylon Spacer Space;, was' eliminated
 
due to design change
 
on all accelerometers
 
Adhesive (on back Bradley Co. 	 Id. label was eliminate
 
of Id.. label) 	 (fell off at 275 0F);
 
Mounting base engraved
 
instead
 
1015 Flux Kester Solder Co.1 135 Flux IKester Solder Co. 	Sealing of instrdment
 
#20 Tube Teflon 	 To guide leads in base;
 
-Eliminated - used only c
 
with thermistor temp. W
 
compensated accel.
 
10
 
Coating of Instru- Magna Coating 	 Coating of instrument; 
 't
 
ment. & Chem. Corp. 	 Eliminated as it may
 
outgas in temp.; &ur 0 
standard nickel platin 
will be used as pro- ) 
tective coating. 
w
 
0 
IC 
(D 
W
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COMPARISON O? MATERIALS/COMPONENTS
 
Magnet Assemblies
 
StandardModel VII Accelerometer Sterilizable Mod.VII Accelerometer
 
Material/Parts 

RNF 100 1/16 heat 

shrinkable sleev-

ing 

#828 Epon Resin 

Cement with Cur-

ing Agent "D" 

"Tuf-On" 747-S.: 

#5 Scotch Brand 

Electrical Tape 

Locktite Grade A 

(10-1) 

Supplier Material/Parts Supplier US E
 
Rayclad Tubes Inc.Kynar 3/64 heat' Rayclad,Tubes Inc.Support of capacitance
 
shrinkable sleev- leads at cap. ring
 
ing
 
Shell Chemical Co.#828 Epon Resin Shell Chemical Co.B6nding of flux plate
 
(Ablestik) Cement with Curing (Ablestik) to magnet
 
Agent- "Z" 
Brooklyn Paint & #828 Epon Resin Shell Chemical Co.Sealing of Magnet sur-

Varnish Co. Cement with Curing .(Ablestik) face

Agent "Z"
 
3M Co. #73'00 MystK Tape 
(Glass cloth, 
thermo setting) 
IAmerican bealant. LCA-4/BA 9 Frozen 

Adhesive 

The Borden Chem. Covering of openings'in
 
Co. magnet assembly
 
Shell Chemical Co.Securing ox capacitance

(Ablestik) rings holding s...--.. W
 
0­
0 
ON 
CD 
0 
-1 
0 
(D
 
NA) 
COMPARISON OF MATERIATPS/COMPONENTS
 
Torque Coil Assembly
 
Standard Mpdel.VII Accelerometer Sterilizable Mod.VII Accelerometer
 
Material/Parts 

Heavy Isonel Type 

155 #44 AWG Wire 

#828 Epon Resin 

Cement w/Curing 

Agent "D" 

Thermester L Mag-

net wire or equiv. 

#42 AWG
 
XR 875 Silicone 

Varnish 

Xylene (CH3 )2 

1015 Flux 

LCA-4/BA9 Froze: 

Adhesive 

FFA-2 Frozen Epoxy 
Resin Cement with 
BA-6 Activator 
Supplier Material/Parts 

Hudson Wire Co. Heavy Isonel Type 

200 #44 AWG Wire
 
Shell Chemical Co #828 Epon Resin 

(Ablestik) Cement w/Curing 

Agent "Z" 

Hi Temp Wire Inc. Heavy Isonel Type 

Dow Chemical Co. 

Mallinckrodt Chem. 

Works 

Kester.Solder Co. 

Bacon Industries 

Bacon.Industries 

#200#42 AWG wire 

Neutral Flux in 

core of 60/40 SN60 

solder
 
Ablecast 147-1 

#828 Epon Resin 

Cement w/Curing' 

Agent "Z"
 
Supplier 

Hudson Wire Co. 

Shell .. 

(Ablestik) 

Hudson Wire Co. 

Kester Solder Co. Soldering leads
 
Ct 
Ablestik Third fill of spring­
support bond
 
Shell Chemical Co.To bond torque coil
 
(Ablestik) windings together
 
(D
 
USE
 
Coil Winding
 
C6 To hold windings to
 
coil form;,to bond
 
spring insulation to
 
baseplate & clamps
 
Wire from spring to
 
coil
 
Coating of coil form
 
(replaced by heavy
 
anodizing of form ­
change in all accels,
 
Dilution of XR 875 Sil- a 
icone Varnish 
(D 
10 
COMPARISON 'OF MATERIALS/COMPONENTS
 
Transformer Assembly (potted)
 
Standard Model VII Accelerometer Sterilizable Mod.VII Accelerometer'
 
Material/Parts Supplier Material/Parts . 
#2651 MM Stycast Emerson &.Cummings #2850 FT Stycast 
with Catalyst #11 with Catalyst #11 
#27 Tape, glass 3M Company #7020 Mystic Tape 

cloth, thermoset- (glass cloth, 

ting thermosetting) 

Grade Ht, Code 13 Hi-Temp Wire, Inc. Heavy Isonel Type 

#40 AWG wire 200 #40-AWG'wire
 
Grade h6, 'nerma±ov niTemp Wire,Inc. Heavy Isonel Type 

#30 AWG wire I 200 #40 AWG wire 
Supplier. USE
 
Emerson & Cummings Encapsulation-of
 
The Borden Chem. 

Company 

Hudson Wire Co. 

Hudson Wire Co. 

transformer
 
Securing of leads befoi
 
encapsulating trans­
former; protecting and
 
isolating transformer
 
windings and shields.
 
Transformer windings
 
Leads attached to.
 
shields
 
0 
C3
 
0 
(D 
d 
0 
C)
 
C) 
0 
C)
 
L.r 
C 
COMPARISON OF MATERIALS/COMPONENTS'
 
Standaird Model VII Accelerometer 

Material/Parts Supplier 

Transformer Ass'y Bell 26-01213-3 

(potted) 

C2 	Capacitor 

9.1 pf + 5% 
Capacitor 
4 pf + 5% 
C1 & Cj Capacitors Corning Glass Spec C1 & C2 Capacitors Corning Glass Spec Possible substitutes
 
as possible sub-

stitutes from 

10 - 22 pf 

C4 	Capacitor 

240 pf + 5% 

05 	Capacitor 

1 uf + 10% 

R4 	Resistor 

1.96 Kn.+ 1% 

R5 	Resistor 

2.15 Kst+ 1% 

El'ectronic As'sembly
 
Sterilizable Mod.VII Accelerometer
 
Material/Parts Supplier USE
 
Transformer Ass'y Bell 26-01523-1 Center tap added;
 
(potted) 

Corning Glass Spec C2 -Capacitor 
J 950 CYFR 10- 9.1 pf + 5% 
9 RIJ 
Corning Glass :pec C1 Capacitor
J 950 CYFR 10- 24 pf + 5% 
2405 
Outer shield added.
 
Corning Glass Spec ridge Capacitor (fixed
 
J 951 CYFR 10­
G.9 RIJ
 
Corning Glass SpecBridge Capacitor (fixed
J 951 CYPR 10-
G 2405 
J 950 CYFR 10- as possible sub-

100J to 220J stitutes from 

10 - 22 pf
 
Corning Glass Spec 04 Chpacitor 

950 CYFR 10-2415 

Kemet CSR 13G 105 

KP 

IRC 

RNR 55C 1961 FR 

IRC 

RNR 55C 2151 FR 

240 pf + 5% 

C5 	Capacitor 

1 uf + 10% 

R4 	Resistor 

499nr + 1% 

R5 	Resistor 

18.2 KQ+ 1% 

Change in Mdanufacturer's designatica - part is samej 
J 951 CYFR 10G for C1 and C2 Bridge
 
1005 to 220J capacitors
 
Corning Glass Spec Coupling Capacitor*
 
J951 CYFR 10G
 
241j:
 
Sprague 

350 D105 x 9035 

-A-2
 
IRC XLT 

RNR 57C 4990 FS 

Noise Suppression Cap- o
 
acitor - alternate use(
 
Change from 1/10 watt
 
rating to 1/8 watt rat-

Alt: MEPCO series ing and high reliabil-

FH ity call out added
 
I C) 
IRC XLT RNR 57C Change from 1/10 to 1/q 
1822 FS. Alt: Mep- watt rating & high rel.
 
co Series FH call out added
 
COMPARISON OF HATERIALS/COMPONENTS
 
Electronic Assembly (cont.)
 
Standard Model VII Accelerometer Sterilizable Mod.VII Accelerometer'
 
Material/PartsI Supplier Material/Parts . Supplier USE
 
R, Resistor iRC RNR 55C R, Resistor lRC XLT RNR 57C Change from 1/10 watt
 
from 49.9n.+ 1% from 49.9no+ 1% Alt: Mepqo Series rating to 1/8 watt rat­
to 1000...+ 1% to 1000rC-s 1% FH ing and high reliabil­
ity call out added
 
22 Megs..Resistor Ohmite LIDSM 22 MegnrResistor LIDNU 	 Change from 1/'4 watt &
 
2 pieces 1 piece 	 + 10% resistance toler­
ance resistor to 1/8
 
watt & + 5% resistance
 
tolerance resistor.
 
#828 Epon Resin Shell Chem. Co. #828 Epon Resin. Shell Chem. Co. Bonding of boards to-

Cement w/Curing (Ablest*k) Cement w/Curing (Ablestik) gether; bonding of
 
Agent "D" Agent'"Z" transistors & variable
 
cap. to boards, and­
spacers to bracket-

Locktite 'American Sealants LCA-49/BA 9 Frozen Shell Chem. Co. Securing of nut's to
 
Grade A (10-1) Co. adhesive (Ablestik) bracket
 
(D 
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7.7 	 Testing of First Design Sterilizable Accelerometers
 
(Serial Nos. -657, 659 and 660)
 
The sterilizable accelerometers were evaluated in accord­
ance with requirements of the JPL Statement of Work and the
 
testing was governed by the following procedure:
 
A. 	Calibration and adjustment prior to initial testing;
 
B. 	Initial Testing
 
1) 	Measure and record bias, scale factor and input axis
 
alignment at room temperature and at the temperatures
 
of 500C (122 0F), 65CC C1490F) and 800C (176 9 F). 
2) Measure anu Cuuiu ±, quCicy response ar room temp­
erature and at 800C (176 0F) 
C. 	Bepeat Item B.l.five times over a period of not less
 
than ten calendar days to establish a reference base for
 
the following tests.
 
D. 	Submit accelerometer to sterflizatidn cycle.
 
E. 	Measure and record the shift of the parameters determined
 
in B as-a result of thermal sterilization.
 
F. 	hepeat the sterilization procedure and the parameters
 
shift test for a total of six cycleb.
 
One sterilization cycle consistea or a temperature exposure
 
of 135'C (2751F) for a period of not less than 60 hours.
 
The rate of rise and fall of the temperature was controlled
 
to be Jg9C/hr. The accelerometer was not operated during
 
-the thermal cycle.
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From the collected test data, the following performance
 
parameters were evaluated:
 
1. Bias
 
2. Bias stability
 
3. Scale factor absolute
 
4. Scale factor stability
 
5. Input axis alignment
 
6. Input axis stability
 
7. Frequency response
 
7.7.1 Test Data
 
The .following curves and tables,are a summary of bias,
 
scale factor and misalignment after exposure to a number of­
sterilization cycles.
 
Serial numbers 657, 659 and 660 were each subjected to
 
12 sterilization cycles. The first six cycles were-con­
sidered as conditioning and, as can be seen on the bias and
 
scale factor curves,no return readings were recorded on
 
S/N's 657 and 660 during the six.conditioning cycles. On
 
S/v o , return readings were recorded after each of the 12
 
cycles.
 
All sterilization testing was performed with the accel­
erometer base in the horizontal position so that input axis
 
orientation would b& random. All returnpoints of Bias and
 
Scale Factor were taken at room temperature and several
 
C 
BEL AE ROSYSTEMS 
Model ______________________COMPANYPoe3 
Dote CLEVELAND OPERATIONS Report 60007-035 
!adings were thken to insure that a stable condition had
 
beenrea:ched. The initial reference point on each curve is
 
the final reading of the ten day stability test (data show­
in Appendix 10.0).
 
The tables show change in bias1 scale factor and mis­
alignment after subjection to the sterilization cycle
 
Smean-is the arithmetic average of the changes;z 10ois th
 
one sigma value of the changes. It should again be noted
 
that no readings were taken on S/N's- 657 and 660 during con­
ditioning cycles.
 
7.7.-2 Test Results
 
The results of testing on S/N's 657, 659 and 660 at
 
Bell and S/N 656 at JPL all showed bias changes in excess of
 
1000 ug, while scale factor and misalignment were within the
 
requirements. These results indicated that additional de­
sign changes-would have to be incorporated to achieve better
 
bias stability with temDerature. Section 7.8 discusses the
 
changes.
 
r 
C-) 
SUMMARY OF TEST RESULTS ON ACCELEROMETER S/N 657
 
Sterilization 
Cycle Number 
1 2 3 '4 5 6 7 8 9 10 11 12 
mean 
A 
16 
Bias Change (ug). -1192 1769 384 -1654 1483 -1408 -103 1388 
Scale.Factor 
Change (PPM) 
Yisalignment 
Angle Change (see) 
70 
t5 
147 
-2 
-30 
.5 
13 
-1 
81 
2 
46 
-5 
55 
-1 
55 
3.6 
Sterilization 
Cycle Number 
Bias Change (ug) 
1{2 
SUMMARY OF TEST RESULTS ON ACCELEROMETER S/N 66( 
3 4 5 .,6 7 9 10 
-2518 505 874 -640 
11 
2526 
12 
-i621 
A' anZ 
-146 1666 
Scale Factor 
Change (PPM) 
Misalignment 
Angle Change (see) 
1 
133 
-5 
130 
+2 
-3 
-3 
-40 
-2 
498 
0 
+40 
2 
60 
-1 
66 
2.6 
0 
C 
-o 
0 
SUMMARY OF TEST RESULTS ON ACCELEROMETER S/N 659 
Sterilization 
Cycle Number 1 3 4 5 
6 
6mean l 
Bias Change (ug) -789 -6o 1263 -649 64o 611 -121 85 325 2319 -1199 '448, 239 907 
Scale Factor 
Change (PPM) 
662 -82 -34 -94 8 -385 59 -44 31 -77 2 -25 2 227 
Misalignment 
Angle Change (sec) 
0 .3 -5 11 -11 14 -2 3 10 -8 4- 2 7.6 
Sterilization 
Cycle Number 
Bias Change (ug) 
Scale Factor 
Change (PPM) 
Misalignment 
Angle Change (sec) 
0 
Ct 
o 
O 
0 
(DCD
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7.8 Additional Design Changes
 
7.8.1 'Beryllium Pendulum
 
After the program had been in progress for a period of
 
t.
 
time it became apparent that a substitution of a different
 
epoxy for the one used to bond the springs to the pendulum
 
assembly would not by itself eliminate the large bias shifts
 
caused by sterilization. It was realized that the differ­
ential thermal expansion between the aluminum pendulum assem­
bly and the stainless steel base plate due to temperature
 
changes of 200F (room to 275 0 F) creates undesirable bending
 
stresses in the spring and shearing stresses in the epoxy
 
joint. Calculations indicated that the differential thermal
 
expansion between the pendulum assembly and the base plate
 
could be reduced by a factor of 40, if the pendulum assembly
 
were made of beryllium. Subsequently, a beryllium pendulum
 
frame was designed. The fifth accelerometer built as part
 
of this program utilized a beryllium pendulum.
 
Test results did not show the bias improvement expected.
 
The'test results indicated that matching the coefficients of
 
expansion of the base plate and pendulum did not relieve the
 
permanent deformation due to temperature exposure. It,
 
therefore, must be assumed that the stresses causing the per­
manent deformation occur either in the epoxy bonding materi­
al or in the spring material itself. The following curve
 
and table show test results of S/N 658 with the beryllium
 
SterilizationCycle Number 1 
SUMMARY OF TEST RESULTS ON ACCELEROMETER S/N 658 
2 3 4 5 6 7 8 9 10 11 12 4nean 
Bias Change (ug) 898 1899 -213 -144C2224 -16 559 1032 
Scale Factor 
Change (PPM) 
622 132 425 132 302 -84 225 228 
Misalignment 
Angle Change (sec) 
Sterilization 
Cycle Number 
Bias Change (ug) 
Scale Factor 
Change (PPM) 
Misalignment 
Angle Change (sea) 
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I 	 pendulum. Test data was accumulated and is displayed as 
described in paragraph 7.7.1. 
7.8.2 Laser Beam Welded Proof Mass
 
Further pursuit of this problem of pendulum de'sign leads
 
3 to consideration of different attachment techniques of the
 
springs to the pendulum - other than with epoxy - and differ-

I| 	 ent spring materials. One such activity was the attachment
 
of the springs to the pendulum utilizing laser beam welding.
 
This technique had to be investigated in great detail be­
cause of its radical departure from BAC's previous experience.
 
Considerable work had to be done to apply the existing laser
 
beam welding techniques to this application. It was quickly
 
appreciated that forproper spot welds, the critical param­
eters were the energy levels, pulse duration, weld spot dia­
meter and weld spot depth. Sufficient access to the welding
 
'location 
 had to be made available for the required fixturing.

IWith the aid of JPL and NASA/Ames Research Center, the ini­
tial investigation, discussions and experiments were con­
ducted in laser beam welding techniques at Optics Technology,
 
Inc. of Palo Alto, California.
 
After initial experimentation with sample parts during
 
the first phase of this activity, confidence was gained that
 
3such a technique was feasible. With the recommendations of
 
Optics Technology Inc., Bell selected Laser Systems Corpora­
tion of Ann Arbor, Michigan, as a vendor to be used in the
 
4: 
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actual fabrication of the pendulums. Their Laser Beam
 
Welder Model LW 212, with a Neodymium doped glass rod head,
 
was used in our welding operations.
 
The second phase included building a relatively crude
 
pendulum which utilized a split bobbin as a single turn for
 
current conduction. This eliminated the need for the laser
 
welded joint to give electrical isolation of the torquer
 
coil from the springs. This pendulum assembly was evaluated
 
in an accelerometer, but, unfortunately, the high scale
 
factor (120 ma/g) compromised the usefulness of the results.
 
The final phase of this activity was to design a pendulum
 
assembly with the proper scale factor and dynamic character­
istics required by the JPL specification.
 
The torquer coil wire was wound directly on a standard
 
anodized coil form and the windings secured by No. 828/Z
 
epoxy in the same manner as on the proof mass assemblies in
 
Ithe five previous sterilizable accelerometers. In order to
 
retain the use of the springs as current conductor elements,
 
an insulating member was introduced into the electrical path
 
between the two springs. This was achieved by constructing
 
the aluminum supports with two overlapped parts secured to­
gether by brass fillester head screws. The contact surfaces
 
of these parts have been hard-coat anodized 0.002 inches
 
thick to assure the required insulation. Three proof mass
 
assemblies of the final design were delivered to JPL. These
 
a 
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were primarily weld evaluation units and were not installed
 
in instruments.
 
One pendulum assembly was built into a functional accel­
erometer and the effects of hot (2000 F) and cold (-40'F)
 
temperature soak on null bias and scale factor stability at
 
ambient temperature were tested and evaluated. The results
 
compared to data collected on standard Model VII acceler­
ometers under the same test condition showed a reduction of
 
the null bias bandwidth by at least a factor of two. The
 
following curve shows actual test results of 18 temperature
 
exposures (200 0F or -40F). All bias and scale factor read­
ings were taken at room temperature after the accelerometer
 
was allowed to stabilize. The notations of "pin A up" and
 
1"pin A down" indicate that the sensitive axis was always
 
sensing Ig either plus or minus (A up +lg; A down -lg). The
 
accelerometer was not constrained during temperature exposure.
 
The results show the bias bandwidth repeatability with temp­
erature has been decreased by a factor of two. It also shows
 
that the bias repeatability is not position (+lg or -1g)
 
dependent.
 
7.8.3 Transformerless Electronics Assembly
 
A transformerless bridge pickoff electronics was devel­
oped for the Bell Model IX accelerometer. This design util­
ized discrete components and commercially available inte­
grated circuits.
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A matched pair of Amelco 2N3922 field effect transistors
 
are used in conjunction with a 1A709 Pperational'amplifier.
 
The A-C gain setting is about 100. See Schematic, Fig.7.:8.3.
 
rnil eva±uation o tne U UUJUtPU uwuu4ht BAC to 
the following conclusions: 
1) The 19 pf input capacitances of the matched pair FET 
devices track in temperature extremely well; 
2) The null drift of the electronics was found to be 0.0008 
pf/0 F, which is well within the internal specification
 
Bell set for bonnet null drift.
 
3) This design gives better electrical null stability be­
cause it minimizes undesired stray capciitances in the
 
critical bridge area and improves their stability, be­
cause the input capacitance stability of FET devices is
 
super.ior, uc uruav eaDacatances of band wound transformer 
.windings.
 
The results encouraged BAC to recommend the design prin­
ipIe for other programs, including the sterilizable Model
 
11 accelerometer.
 
BAC built two transformerless electronic (bonnet) assem­
lies under the sterilization contract, of which one was
 
evaluated under the sterilization environment.
 
The evaluation of the pickoff electronics in steriliza­
tion temperature shows that.the D-C output did not exceed a
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bandwidth of-0.22 VDC which is equivalent to 11 ug's.
 
Tests were conducted with the bonnet mounted on two mag­
net nousing assemolies wiun tneir. capacitance rings connected
 
to the bonnet, and the complete assembly enclosed .in a stan­
dard Model.VIIB lower cover (can).
 
Externa± test electronics consisting of a reference os­
cillation, demodulator and-a D-C amplifier were attached to
 
the bonnet. -Only tne oonnet and its mounting structure was
 
subjected to the 275SF temperature. The test electronics
 
were held at room ambient. Initially, the variable capacitor
 
•(see Schematic Fig. 7.8.3) was.adjusted to reduce the D-C
 
offset voltage to the millivolt-range. The pickoff elec­
tronics had a gain equivalent to 2000v RMS/rad; the test
 
electronics had a gain of 50 Vdc/Vrms, tnus proviaing a total
 
open loop gain of 100,000 Vdc/rad. An observed change of
 
I volt.D-C at the output can be related to an electrical null
 
angle change of 1,0 urad., which is equivalent to 50 ug's
 
bias, assuming a spring rate of 5g/rad.
 
.LIICiirj ±U4±1 IUJ u ie C: L VA. C:eposures tou, U) 
275F for,16 hours duration each time. All readings were
 
taken at room ambient after the bonnet had been allowed to
 
stabilize in temperature.
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Bonnet uurpur Fteeatability­
bate Output Volts DC
 
1720-70 4.035 (reference)
 
1-21-70 7-.30
 
1-22-70 
-.180
 
1-2-3-70 
-.180
 
1-26-70 -.180
 
1-27-70 
-.185
 
1-28-70 
-.132
 
7.8.4 Other Spring Materials
 
While this desig effort and testing was outside the JPL
 
dterilization 6ontract, BAC feels the technological advances
 
made are pertinent to any future use or requirement for a
 
sterilizable accelerometer. All past test results to date
 
have indicated that the spring still-contributes a large
 
portion of bias non-repeatability in high temperature expo­
sure. Therefore- BAC investigated various materials-to re­
plade the beryllium copper now in use in all BAC acceler­
ometers. Elgiloy,' a material manufactured by Elgin Watch
 
Company, was selected for -use as a spring material. Elgiloy
 
has high strength characteristics in yield and elastic mod­
ules, and has been used in similar electro-mechanical appli­
cations.
 
Accelerometers Model VIlB S/N 303-IC and S/N 303-4 were
 
built with Elgiloy springs. While the shape of the spring
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cutout area and initial material thickness were not optimum,
 
a spring constant of 2.5 g-/rad was achieved. Initial sta­
-bility tests for both instrumehts showed good stability.
 
Several subjections to sterilizatidn cycle were performed' 
over a 26 day period. After initial changes In bias, both 
accelerometers tested showed, a bias repeatability bandwidth 
of approximately 200 ug, part of which appears to be a bias
 
drift cbaracteristic. These first results indicate an im­
provement in bias repeatability by a-factor of 3 or 4. Tests
 
also indicate that sensitive axis prientation (Pin A up and
 
Pin A down) has no direct bearing on the bias repeatability.
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8.0' CONCLUSlub AN hUUvlm 1NuA'fiUn6 
The following conclusions can be made based on the re­
sults achieved during the program:
 
.1) An instrument that will.operate.reliably after sterili­
.zation was developed.
 
2) 	The following performance parameters identified in'the 
JPL performance objectives - scale factorstability of 
0.05% 1 sigma (in four of the five cases), input axis 
stability of 30 arc sec 1 sigma - were successfully 
demonstrated after sterilization, 
3) 	The design changes implemented as part or tne program
 
reduced the bias. uncertainty after sterilization to well
 
below t'hat demonstrated by standard Model VII's, but the
 
performance obje.ctive was not achieved.
 
The 	laser beam welded pendulum was not fully evaluated
 
-under the contract,, but was subsequently evaluated as part
 
of an in-house effort. The preliminary results indicate a
 
bias repeatability improvement by a factor of'two.
 
Additional in-house efforts with new spring material
 
(still using epoxy bonding of the spring to the pendulum)
 
also have shown improved post sterilization bias reneatabil­
ity 
Therefore, it is the recommendation of BAC at this time
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;hat accelerometers, should be built and evaluated with laser 
Dean welding of the spring to the pendulum, utilizing the 
iew spring material. Based on the results to date, such a 
2ombination will have a greater likelihood of achieving the 
iesired post sterilization repeatability. 
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10.0 APPENDIX 
This appendix contains computer print-outs of actual. 
data obtained from accelerometers tested under this program: 
temperature, output at +lg, output at -ig, scale factoi 
(volts and MA/G), bias, slope of scale factor and bias be­
tween temperatures indicated. 
The following defines computer print-out headings: 
T 
V90 
V270 
S.F. 
MA/G 
B(ug) 
PPM/0 F 
B(ug/F) 
- Stabilized temperature of data points 
- +lg output 
-lg output 
-Scale Factor derived from 90-270 outputs 
- Current Sensitivity 
-. Bias derived from 90-2700 outputs 
-' Scale Factor slope between temperatures 
indicated in T 
.- Bias slope between temperatures indicated 
in T 
m 
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TEMPERATURE RUN 2 
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73.33 
122.00 
149.31 
175.55 
73.04 
-1.048512 
-1.053630 
-1.0560537 
-1.059438 
-1.048361 
1,048586 
1.054087 
1.057361 
1.060521 
1.048527 
1.04859 
1.053858 
1.050 949 
1.059979 
1.048444 
0.911781 
0.9163.98 
0.919086 
0.92172i 
0.911690 
35 .5 
216.7 
389 .8 
511 .0 
. 79. 1 
.04.9 
!04.5 
L08.3 
L1O.5 
LO6. 1 
44 
3.; 
6 
4.( 
I . 
120.72 
150.42 
175.21 
72.90 
176.00 
72.82 
175.08 
-1.053446 
-1,05G602 
-1.05 373 
- .043072 
-1.059047 
-1.046217 
-1.057341 
1.053964 
1.0n57490 
1,060490 
'i.-5b0 -I 
1.061913 
1.052253 
1.064079 
1.053704 
1.057046 
1.059934 
1-049096 
1.0604 79 
1.049234 
1.060710 
0.916264 
0.919170 
0.921681 
0.912257 
0.922156 
0°912378 
0.922356 
245.7 
420 0 
524.6 
976.-8 
1351.2 
2876.3 
3176.5 
L05.7 
L07.6 
L11.1, 
99.9 
106.4 
102.7 
108.1 
3.! 
5. . 
tt_; 
-4.! 
3.( 
14.1 
2 . 
75.22, 
176.92 
-1,046885 
-1.057837 
1.05-2475 
1.064078 
1.049680 
1.060957 
0,.912765 
0.9225,11 
2662.9 
2941.6 
L04.1 
106.8 2. 
74.35 
177.75 
75.25 
175.98 
74 .48 
-1,048534 
-1.059283 
-1.046515 
-1.057480 
-1.046444 
1.051103 
1.062958 
1.053755 
1.064859 
1.053650 
1.049818 
1.061120 
1.050135 
1. 06117C, 
1. 050047 
0.912885 
0.922723 
0,91360 
0.92756 
0. 913 084 
1223.2 
]731. 
34h7.3 
3477. 
3431.3 
102.4 
1!05.2 
101.0 
105. It 
103,.3 
16. 
4.: 
16. 
0. 
0. 
174.74 -1.057894 .1.054750 1.061321 0.9,22888 3229.9 108.2 -2. 
/END READ 
M.0070 END 
t f l.7 rrfl Id 
BELL AEROSYSTEMS co
 
INSTRUMENT LAB
 
MECHAN CA LUM IT-S/N 5q--PL STFR I LZATI ONTEST I IP. 
INITIAL TESTING 
- T-C V9T) V70-I S F C--- .A/f 1V( Ufl) 
72.18 1.045437 -1.045707 1.045571 0.995782 -129.1 0.0 0.0
1216 U5-30. 051i5--s--I.0os1i9 .... 1001132 -- =34215-......109'2 -- 3 ­
148 .91 I.C53823 -1.054872 1.054347 1.004140 -497.0 121.1 '-507 
-177.44 ....1. 057078 . ..-1.05fl451.... . 1. 057763.....1. 007393 =.649. r ........114. £ . . .- 5 , 3 
72.75 1.045580 -1.045870 1.045725 0.995928 -138.6 10.8.7 -4.9 
1_23701 1051020 17'105180 -505 1112 17-.00 13 f[ :3722.8 10-. 7-­
.148 .42 1.0538412 1. 051879 1.054360 I.n00252 -492.1 111.4 -,.7 
-176.45 1.057010 -1. 058370"...1. 05769o 1.007323 -642.9 114.0 -5.4[V 
71.78_ . 045477 -1.045747 1.045611 0.995820 -129.1 109 .1 -4.9 
-122.92 1.050997 -1.051l731--i.051390--1. 00132 3 373.7 1086 .-­
149.09 ,l.053859 -1. 054943 1.054406 1 .004 19 , -509.2 210.5 -5,2 
175 .-C-1.569 10 -:058272 -- 1 057590 . 7 207229 -6 h 3.8 -113;7 :5". 0I 

108.471.78 1.045500 -1.045788 1,.045044 0.995851 -137.7 o, -4.9 
121.78 . .1.050843 -­*-1.051661 --l.n51252 -- ----1.001192 . -38?l . 2 107.8 '5 0-­
IIL9.81 1.053975 -1. 055045 1.054510 1.004294 -5n7.4 11.5 -4.2 
177.04 1.057032 -1.058415 1.057723 .007355 -4.11 13.2 
•71.38 1.045447 -1.(145733 1.045500 0.995800 _ -136.8 108.5 - .9 
121.57-1205085W - 0516119 - 1.051253­ 1.0011.93 :376.5 
118 .89 1.053849 -1.054915 1.054382 1 .1004173 -50 5.6 109.8 -4.7 
175.96 1,056908 -1.058284 1.057595 1.007233 -G50.c 113.9-­ 5.­
72.09 1.04550G -1.0 45806 I.nit5655 0.995862 -143.6 1.09..7 .­ 4.9 
121.78 1.05088 -i1. 051cI7 051264.. 1. 00 1203 -31i.2 108. -­7 
149.00 1.053869 -1.054946 1. n51407 1.004197 -510.r 110.7 -5. h 
175.21 1.056783 -1.--i.58165 1.057473--- 1.007117 -653. 2.2­
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INSI .,ENTLUB 
PARAMETER CHECK AFTER EACH STERILIZATION CYCLE - FIRST PERIOD
 
75.38 	 1.045371 -1.047323 1..n4G347 0.99 r520 -932.9 .105'.4 2.8 
176. 07 1.056179 -1.05C915 1.057547 1.00717 -123.6 .107.s .3.6 
-101 1'.
76.50 	 1.045223 . 47299 0n62f-1 0.99c)4'9 -992.? 107.2 -3.0 
175.50 . 1.056299 -- 1.058955 1.057627 1.017263 .11.0-	 7-125 
7. 86- -1. 04541 0.99404 _ 	 109.31 .0,I6,05 Dill..046225 	 _ 270.7 -15.5 
175.82 1.057446 -1057721 1057581--'-007221 -130:-3 1 T 
76.53 __ 	1.045732 -1.0115523 1.0.6127 0.995312 -371o.3 1,09:1 2,5 
175. G6 2. 05619 .- 1. 05P359 -1. 057630.... 1.007275 G-60. 	 -3.1 
76.06 	 1.04009 -1.045862 1.046135 0.996319 2,1.2 309.4 -9.5 
176.83 1.057663 -1 .053 -.-. 1.057900 - .0075211 - 224.5 112 . 9;-If. 
72. 00 	 1.046645 -1.044820 1.045732 0.995936 872.8 109.7 -10.5176.74 1.058425 -I.05724'9- 2. 057837---. 007463 555.8 11IL.$-C+ 
PARAMETER CHECK AFTER EACH STERILIZATION CYCLE - SECOND PERIOD
 
71.58 	 1.046579 -I.0 008___ 1.04579i 0.995994 751.4 108.2 -1.0 
122.77 1.052190 - .0505 50  1.051410 1.001.351 732.' ..... 	 105., -- 0 -­
150.44 1.055200 -1.05386 -1. 05453.4 1.0, 14.17 630.8 	 107.9 -3.7 
174.92 .057090 .-1.056791 1.057341 1.00699ql .... 519 .5 109.9 4 ,5 
71.78 	 .04662 3 1.014731.45748 0.095950 P36.7 .06.3 -3.1
 
..052163 -1.050010 .1.05130, I."001319 738.P .08,' ­
149.00 .055187 -. 053222 I..054504 1.004290 617.5 	 .10.6 -3. , 
175.10 K.058166 .- 1. 0569079 1.057572 1.007211 500.9 	 .12. ;3. 
71. 49 .046095 -1.0O44565 1.045780 0..9,503912',, 1161.8 .07 R,6 -5.0 
121.68 L.52535 -I.05017G 1.051355 1.001.290 1122.1 .0.7-,8 
11- ..42 Kn 555.10 -1.053326 1.054It13B 1. 004.07 1035.6 .09.n -3.2 
176.32 .058605-I. 056660 1.057632 1.0072F -9 19.7 	 .17 -2 
71.71 K 049339 -2.042060 1.0456n9 0.9959ni '340..6 07,8 -24.5 
120.8,8 >.054730-1. 047C50 1.051190 3-,G .073 -231.001133 	 "  
147.78 .057565 -1.050808 1.0,54186 1.n03086 32q4 .7 	 1068 -6.. 
175.00 L.06064 -. 0512r- 1.057457 1..n7!nl 3015.8 	 1II.2 2 -F.7 
72.18 .048087 -1.043310 1. 045701 0.99590r 28 1.4 L070 7, 
122.14 [.053706 -1.049041 .1.051373 1.001307 2218.7 	 L09.2 -1.3 
148.14 L.05 589-.052172 . .I4380. 1.00 4171 209',. P10.9 
175.95 [.059772 -1.055550 -1.057660 1.007205 1995, 	 L33.1 -3.F
72.50 .48530 ....-1.042822 1 .015675 ... 0.99588. 272. 	 [09. 5 7. 
122.09 [. 054 170 -1,048473 1.051321 2.001258 27n9 . [09.4 -0.
 
-4"'G [2 5 88 4- -I.051410 1.05424-7 "1. 0039 b9 2595. t 02'7 -4--7
 
174.74 	 [.059730 -1.0544%P,2 1.057106 1.00r,,767 24 .2. L0,.0 -1 
page 2"'-6-2 
1, -,n5 
BAC 0245 Rev. 1248 
&CCMMOMETER s/i 06601
 
INITIAL TESTING 
r( V901!) V2700) pthy'SF(; iCfI/C) R(CP)) PPM/r72.G6 'O0.037 MO.9OWV10 0,95290 0MO7lMflf 
-323.51
121,71 
-fl,9lw2g 0.917771 
 0. 67093 0.OIq$ "222,1 aI7,? 
0.0 
-29 ' In 9A -0,971120 0. 707300. J 0.974$ .- 57 
 12 '3 0.9174.71 
-0-973804 MOW 0.7970057 .99 723 112.2 
-0.372.E,8 -0.,03022 0.96539 0.905 0.917205 -?250 17.1 
-0.,122-'. 

-.0.270 O.Q-7 0,Gpoq nAlo9o1 
-21 0 0.07 1, p2149.29' om.0971i190 0,'706% 0n7f75 0.9003 2.....
175: 23 -0.971241 A.973408 0.975614t.127. 2701. -0.? 
-'. 1W)' 
-4,071.2 -0:0603 0,9,2673 0.0079n 1,OlnnF. -3?0.9122,07 -096,200 O.Or7g9 0 W.0t2'P1lq 9921943 ? 
6,7 
-1,9240.53 
-0.971!19 0.970. G .n.70,• fMOW Grz 
-p. 7 -0.n
274.49 
-0.07%2 0.07330 P.173602 0OPY 4, 
-"'" n "12. 11 ,71.5. 0. 962o13 0,9 72 6 n.fM9 0 .9170n 
-n7,212331 '-,n O%72 0.909422 0.0047 3,9,4 <,2,h9G. 
n, q 
-1PHMO0 
-0.971050 n,0o24 97n.7W.M 1.Q2006 
-2tfl.h 
"35' 01nA175.05 -0.073980 0.97153n 0A7S5 0.9.73 31 .V9.0 -i73 05-0,963207 MOW 1963065 0.9172P' 76.1 10Gf4
122.22 
-090201 0.950707 0,.90149 0.9110513- <%.0 2314.59 
-0,97130 0,970576 0.O7pAo3 V 0,On4574, -;13.1 '0
 
174.00 -. 970003 0.973355 0.971521 0.92720 
-212.r 
, 0 
nn . 
t1 ,, t:,,,,,, 
...... 
- I 
I 
SAC 045 rev,. 124S 
ACCELEROMETSR S!N 0660 
PARAMETER CHECK AFTER EACH STERILJZATION f NT - SECOND PERIOD 
Tv) ,,30()-fV2700)al)gx) 
~m Pmi/xF B(U-/F)
71.87 -0.065770 0.06.C 34 0.05771 0.!.7?2Y -20.7 0,P 23.6 
122.0- -0.970,98O0G5'Gn 0.9Ot7h .92?ji -26%.o W.9.. )

47.'.1 -0..,97., 0.000Y§% 00714.24 O.C2'V)V q71 
-0.21',, Yi 

170.72 -.0.975790 0.97165 0.7.22 0AQ?7jP _,5%n i2g.n. ?.It
73. P -0.0003,9 0,. ,.,.,.,..,', 0.917'Wt -20V.? loi -4,7
122.22 -039704%P O.966nfl q,,,3.. 02?2nh -27.0 ".. 
14. 2 -9.7.2 .,,52P72 0.071Or 3 tt.0,2" n 1.5S -4275.0.9fl3 

175.39 -n.976070 0,9737o0 0.975900 0.727525 022P.2 1t1p

72.79 -0.900.4h4 0.90206 1.903315 0.9174hO -1275.5 0.9 
 -9.3 
122.05 -0.57j3 ).95'04 0.9920i. . -2.'00 3PM -j.k nT 17 
" : 0..-0207A O.9ny7, 0.,71 0c O 0of; -010.1 lop.!176.09 -0.97442 0.97?01 0.974k0nv n.WQO,0 27.5 4W -0.3 
72. 4 -0.9650? fl.902314n 0.50776 9:917490 -3W,6.4 W.0,9 4.7 
122.29 -0.970350 0.9fl kU 0.9%4r5 n -2907.b 
-hp0.92l2 147,q
148.71 -0,073146 0.96f?0r n.071277 n .o?!,ot -CtflqQ.A 110.t1 0.± 
175.9G -097602 0.97?2< 0.977'1 0. 9,7743 - .?1117 - 2.0 
72.97 -0.00278 0.9039S5 0.163374 0.91.7499 W.4 107.2 -2
 
122.94 -0,952114 0.36rp3 n.flASh7S 172.7 
-0."
2357 ]"'W.

149,fo -0.97090P 0.972516 10.971212 0,094!63 313.0 1nq ' -2,3

175.10 -0.9757n8 0.974j7 0.07127 0.927549 ?'1. 101 "
 
73. h -0.964W3 0.0?643, 0,965109 6.91.75 3 -10fl. 5 06a 2.2 
122,8,R -0.969700 0.907270 O.?%p45 0.92?36 -1?hA 107.S -s'n 
,
i43.39 -0.972h20 9.9oqo5n 1,971,I " 0.,92hosp -1271.7 i7nn, -0,7
176.l7 -0.975 0.02930 0.9741 0.9979? -2251.0 112.7 0.6 
